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Three-dimensional phase-encoded chemical shift MRI
in the presence of inhomogeneous fields
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A pulse sequence consisting of an excitation pulse and two adia-
batic full-passage pulses with scaled relative peak amplitudes is
combined with phase encoding to recover chemical shift informa-
tion within 3D images in a 1D inhomogeneous static magnetic field
with a matched rf field gradient. The results are discussed in the
context of ex situ magnetic resonance and imaging. The future
directions of our research in implementing the ex situ technique in
a real one-sided system are also discussed.

he advantages to conducting magnetic resonance in inho-

mogeneous magnetic fields have been well recognized
mainly owing to the potential application to “outside the
magnet” NMR and MRI. Various efforts have been made to
study molecular dynamics (1) and imaging (2) in the presence
of magnetic field inhomogeneities. The majority of these
efforts, with stray field imaging (3, 4) and the NMR MObile
Universal Surface Explorer (MOUSE) (5, 6) being the most
predominant, have allowed for imaging and relaxation mea-
surements. Spectral information, such as the chemical shift,
has yet to be obtained with such devices. It has been demon-
strated that chemical information lost in inhomogeneous
magnetic fields can be recovered by use of specially crafted
pulses in the presence of matched rf and static magnetic fields
(7). Our objective is to exploit and refine the ex situ method-
ology in combination with imaging techniques to obtain image
information together with spatially localized spectroscopic
information in an inhomogeneous field outside the magnet,
and thus to develop a useful tool for scanning chemical and
mechanical properties of materials. In this communication we
present high-resolution spectroscopic and image information
in a model environment where a 1D, linear, magnetic-field
inhomogeneity is imposed. This is the first approximation to a
one-sided system, toward which future efforts of this work are
guided. Existing portable NMR systems possess large nonlin-
ear gradients, which make the application of this technique
hard. However, much effort is going toward designing hard-
ware (rf-coil geometries together with one-sided magnets) to
allow the present technique to be used in real ex situ situations.
In addition the technique described in this article may be easily
modified to selectively signal from small areas of large objects,
allowing us to select regions where the inhomogeneities are
tractable.

Inhomogeneities in the static field result in Larmor fre-
quency (wg) variations; spins with smaller wy will lag during
precession. Inhomogeneities in the rf field result in different
spins orienting at different rates, w;, during excitation pulses.
One strategy for recovering information in ex situ magnetic
resonance is to play these two nonidealities against one
another. If the By and B; inhomogeneities have the same
spatial dependence, pulses could be designed so that stronger
B, fields place spins with faster precession frequencies in the
xy plane behind slower spins. When the spin system is then left
to evolve, a “nutation” echo is formed when the faster spins
“catch up” to the slower ones. The situation is slightly more
complicated when the spins also evolve under the chemical
shift interaction. In spatially matched static and rf fields, a
significantly different characteristic dephasing occurs because
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Fig. 1. Experimental scheme for chemical shift MRI in the presence of
inhomogeneous fields. (a) Pulse sequence for the static and rf gradient fields.
Two scaled adiabatic 7 pulses follow an excitation pulse. The static field
gradient along x is applied during all experiments to emulate the natural
inhomogeneity of an ex situ environment. Phase encoding is used to image
the other two dimensions, and the overall experiment is repeated for differ-
ent scaling of the two adiabatic pulses. (b) Experimental setup. Two tubes
(one filled with water and the other with oil) were placed inside a conical
solenoidal coil producing a B spatial profile that matched the linear magnetic
field gradient along x. See ref. 7 for the experimental details.

of chemical shift and field inhomogeneities; whereas static
field inhomogeneities are compensated by a matched B;
profile, the signal phase modulation due to chemical shift is
preserved. Modulation of the nutation echo amplitude due to
the chemical shift can be recovered, as described by using
z-rotation composite pulses (7, 8) to form nutation echoes (9,
10). In this communication we apply this same strategy but use
adiabatic pulses that compensate over a broader range of
inhomogeneities (11).

The pulse sequence consists of a conventional hard excita-
tion pulse (12 us), followed by a delay = = 8 ms to allow for
spin precession, and two adiabatic m pulses of 4-ms duration
each, separated by double the time interval, 27 (Fig. 1a). The
maximum amplitude of the first adiabatic pulses is scaled by A
relative to the maximum amplitude of the second adiabatic
pulse. It has been shown that the overall phase given to the
signal after the application of two adiabatic pulses with the
same frequency sweep, but different maximum amplitude, is
proportional to the rf field and the scaling factor A, but
independent of frequency offset Aw = wy — w; (11) over the
range where the adiabatic condition holds. A 1D gradient
along the x direction is turned on throughout the experiment
to emulate, to a first approximation, the inherent inhomoge-
neity of a true ex sifu magnet, whereas the amplitude of the
gradient pulses along the y and/or z directions is varied to
obtain image information along these dimensions. A complete
set of imaging experiments is repeated for a range of different
values of A. For each scaling value A, B; inhomogeneities
compensate for By inhomogeneities, but the refocusing cor-
responds to a different evolution time for the chemical shift.
Incrementing A thus introduces a new time dimension which,
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Fig. 2.

Chemical shift information can be recovered in inhomogeneous fields by proper correlation of By and B; fields. (Left) The direct and scaling dimensions

are selected toyield the correlation of the B field and the static magnetic field. They show linear correlation indicated by the two lines for both chemical species.
(Center) The data are then sheared so that the spectrum can be recovered on projection. (Right) The recovered 1D proton spectrum. Chemical shifts are referenced

with respect to the water signal at 4.8 ppm.

after Fourier transformation, yields the NMR spectral infor-
mation (11).

In practice the inhomogeneities present in ex sifu environ-
ments are larger than the ones we used, as well as nonlinear.
We have shown in the past that composite pulses can perform
very well in high gradient cases, provided enough rf power is
available (to cover the inhomogeneity bandwidth), because
such pulses are primarily insensitive to diffusion. The static
gradient strength that we can correct for then depends on the
maximum 7f power. On the other hand, it has been shown that
long adiabatic pulses can operate over an extremely large
bandwidth without the need of high rf amplitude. Of course,
such long pulses are sensitive to diffusion, and future studies
should focus on the limitations of these pulses as a function of
gradient strength and diffusion coefficients. The pulses we are
currently using can correct for 100-kHz offset. We believe that
the ideal pulse scheme will depend on the magnet design
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Fig. 3.

(because not all open magnets will be tractable) and will
incorporate rf efficiency, short-length, and broadband behav-
ior together with tunability. Even though for the proof-of-
principle experiments described herein we have imposed linear
gradients giving a well controlled linear matching, one needs
to consider that in actual cases perfect matching might be
difficult to achieve because of the magnet design. We believe
that the solution to this problem will have to address the design
of the magnet and the rf coil in one step. A first-order approach
is to limit the signal acquisition to regions where the correla-
tion is good at the expense of signal to noise. Even though this
might be possible to achieve either using pulses (correlation
selective pulses) or physically (separate coils for excitation and
detection), our goal in the future is to optimize the rf-coil
geometry together with the magnet geometry to provide the
best possible matching.

The experimental arrangement consists of a conventional
4.2-T magnet (180 MHz proton Larmor frequency) with the
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3D images

yz projections and 3D images of the sample (as a subset of the 4D data set) correlated with chemical shift. Either both tubes (trace at 14 ppm), or the

water (trace at chemical shift of 16 ppm water) and the oil (trace at chemical shift 12 ppm oil) tubes are selectively displayed depending on chemical shifts.
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application of a constant, linear static magnetic field gradient
(Gy = 3 G/cm) that emulates inhomogeneities inherent in ex
situ situations. The coil used for excitation and signal detection
was a conical solenoid (Fig. 1) that produced a linear gradient
in the rf field such that it matched the static field gradient, i.e.,
By = kB;. The sample was imaged in the remaining y and z
directions by using conventional gradient coils surrounding the
sample. Using this setup and the pulse sequence described
above, we recovered the full chemical shift dimension and a 3D
image of two capillary tubes, one filled with water and the
other filled with mineral oil. Fig. 2 Left depicts the correlation
of By with B; by using the direct and the A-scaling 2D subset
of our 4D data. Shearing (12) and projection of the correlation
data produce the high-resolution proton chemical shift spec-
trum of water and oil (see Fig. 2 Center and Right). Fig. 3 shows
the spectrum correlated to various projections of the 3D
images. Both cylinders are shown, and their chemical shift-
selected water and oil images.

The ability to obtain spectroscopic and imaging information
outside the magnet and the rf coil, i.e., in inhomogeneous
magnetic and rf fields, would unquestionably be advantageous
in several endeavors. The results described herein demonstrate
that a pulse sequence consisting of an excitation pulse and two
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adiabatic full-passage pulses with scaled relative peak ampli-
tudes, in combination with phase encoding, can be used to
recover chemical shift information correlated to 3D images in
the presence of a model 1D inhomogeneous static magnetic
field and a matched rf field gradient. The ex situ technique can
be used to recover spectroscopic information as long as both
the rf and static field gradients are matched in space, in one or
more dimensions. The correlation between the fields can be
linear even if the fields decay nonlinearly in space, but the
technique would also work for a nonlinear but monotonic
correlation. The rf coil design should be coupled to the design
of the open magnet to provide optimum matching and reso-
lution, which is why it is not easily applicable to existing
open-magnet systems, such as STRAFI. Work should be
performed on extending this apparatus so that the sample is
external to both the rf and gradient coils, where relatively large
samples can be used, selectively recovering information from
the matched regions of the sample (matching selective
schemes).
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